The Cs-137 irradiator is widely used to irradiate biological samples for radiobiological research. To obtain the accurate outcomes, correct measurements of the delivered absorbed dose to a sample is important. The IAEA protocols such as TRS-277 and TRS-398 were recommended for the Cs-137 reference dosimetry. However in TRS-398 protocol, currently known as the most practical dosimetry protocol, the quality factor (   ) for Cs-137 gamma rays is not suggested. Therefore, the use of TRS-398 protocol is currently unavailable for the Cs-137 dosimetry directly. The calculation method previously introduced for high energy photon beams in radiotherapy was used for deriving the Cs-137 beam qualities (   ) for the 15 commercially available farmer type ionization chambers in this study. In conclusion,    values were ranged from 0.998 to 1.002 for Cs-137 gamma rays.
Introduction
The Cs-137 irradiator is widely used to irradiate biological samples for radiobiological research. Several researches were conducted to determine the absorbed dose to the samples. [1] [2] [3] The glass dosimeter is often inserted directly to the samples to determine the absorbed dose to the target. 4) However, the calibration of the solid dosimeters such as glass dosimeter and thermo luminance dosimters is required before utilize them.
The reference dosimetry can be performed in a water phantom using a calibrated ionization chamber for the given beam qualities from the International Atomic Energy Agency (IAEA) dosimetry protocols such as TRS-277 and TRS-398. In the previous study, the TRS-277 dosimetry protocol has been introduced in Cs-137 beam dosimetry for the calibration of glass dosimeters. 5) However, applying the TRS-277 protocol for
Cs-137 dosimetry is limited because the air kerma based chamber calibration factor is not usually practiced nowadays and is complicated process to determine the individual factors for calibration. 6) In addition to that, the effect of waterproof sleeve for wall correction and central electrode correction was not considered in TRS-277. 6) Therefore, the TRS-398 protocol is more suitable for this purpose since the dose at the reference depth in water can be directly determined using the chamber calibration factor in terms of absorbed dose to water.
However, because the quality factor (   ) for Cs-137 gamma rays has not been mentioned in the protocol, the application of TRS-398 protocol is currently not available. Generally, the quality factors of the ionization chambers were suggested in TRS-398 protocol based on the photon beam quality (  ). In this study, the quality factors for Cs-137 gamma rays were calculated by the calculation method previously introduced for high energy photons and electrons used in radiotherapy. 6) The    values for 15 commercially avaliable farmer type ionization chambers were calculated. Because the 
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Ionization chambers
The 15 farmer type ionization chambers were selected in this study. The listed chambers and physical characteristics used for calculating the quality factors were shown in Table 1 .
7) The cavity radius was used for calculating the displacement effect and wall material, wall thickness, and the type of central electrode were used for calculating the overall correction factors including the perturbation by chamber wall (wall corrections).
Beam quality of Cs-137
The water to air stopping power ratio (   ) can be determined by the relationship given by Andereo 7,12)
where   is the tissue-phantom ratio in water at depths of 20 and 10 g/cm 2 , with the field size of 10 cm×10 cm at a source to chamber distance of 100 cm. The   is used as the beam quality index for high energy photon beams.
According to the TRS-277 protocol, the stopping power ratio (  ) for Cs-137 gamma rays is 1.136. 6) In equation (1) 
Quality factor calculation
According to the IAEA TRS-398 protocol, the quality factor (   ) for a given radiation quality can be expressed,
where,   is the average stopping power ratio between water and air for electrons liberated from the radiation and   is the overall perturbation factor including all the departures from the behaviour of an ideal cavity in Bragg-Gray theory.
The   is expressed as              , where   ,   ,   ,   are the correction factors for cavity perturba- 10) The central electrode correction factor accounts for the lack of air equivalence of the central electrode.
11)
The wall correction factor (  ) for Cs-137 gamma rays was calculated using the given stopping power ratio (  )
for wall and sleeve materials and the mass energy absorption coefficient ratio (      ) for wall and sleeve materials in TRS-277. The    value was directly derived from equation (1) 
Results
The quality factors (   ) for PTW-30013 farmer type ionization chamber as a function of beam quality (  )
were shown in Fig. 1 . The calculated quality factors between   =0.50 and 0.85 were in good agreement with the values in TRS-398 protocol. In Fig. 1 , the line was from the values in TRS-398 protocol and the value below   =0.50
was extrapolated using sigmoid fit function for the comparison with the calculated Cs-137 gamma rays quality factors. The individual physical quantities used in the calculation was shown in Table 2 . The    values given in TRS-398 protocol were also shown in Table 2 . The    values derived from the two independent methods were overlapped each other. In this manner, the calculated    of Cs-137 gamma rays for 15 ionization chambers were shown in Table 3 . The quality factors were slightly higher than that of Co-60 gamma rays (    ).
Discussion and Conclusions
The quality factors for Cs-137 gamma rays were determined by applying the TRS-398 dosimetry protocol for radiobiological researches. As a result, reference dosimetry using a ionization chamber calibrated in terms of water can be performed to determine the irradiation condition or to calibrate the dosimeters used for verifying dose delivery in biological experiments. Since the irradiators equipped with Cs-137 source are widely used in radiobiological research, the results are expected to improve the accuracy of the experimental outcomes.
In determination of quality index (  ) for Cs-137 beam quality, the published formula was used only in this study, but direct measurement of   was also considered. However the measurements should have been performed for 10 cm×10 cm field size at the reference SSD or SCD from the definition of   . Because of fixed collimator system of the irradiator, an additional collimator was required to configure the recommended conditions. Further studies on the idea should be conducted.
As mentioned before, because of lack of    factors below   =0.50 in TRS-398 protocol, the interaction data such as   and       below   =0.50 including Cs-137 gamma rays should be studied to determine the quality factors precisely. These approaches are important to improve the photon beam dosimetry techniques.
